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Identification of Thermocouple Material 


Lead Made from Same Material 
as Probe (Ribbon, Wire, etc.) 



Cold Junction Any number of additional 
cold junctions are allowed. 



The problem: 

Identify “unknown” materials used in the fabrica- 
tion of thermocouple junctions. 

The solution: 

Fabrication of probes from a representative selec- 
tion of materials used to make thermocouples. By use 
of the Seebeck Effect (the generation of a thermo- 
electric electromotive between hot and cold junctions) 
the material in question can be verified whether it is 
the same as the probe or not. 

How it’s done: 

The probe with a lead made of the same known 
material is heated by any convenient means. The hot 
probe is then made to contact the material to be identi- 


fied forming a hot junction at the probe tip. If the 
material being identified is the same identical material 
as the hot probe, no thermoelectric voltage is gen- 
erated; therefore, a zero or very small voltage will be 
measured at the voltmeter regardless of the temper- 
ature of the hot junction formed. If the material being 
identified (the object) is not identical to the probe 
material, a thermoelectric voltage will be generated. 
The voltage measured by the voltmeter will be a func- 
tion of the tip/object junction temperature difference 
from the cold junctions and the thermoelectric power 
coefficients of the thermocouple circuit formed. The 
magnitude and sign of the thermoelectric voltage 
can be used to identify the object as different than the 
probe giving go no-go determinations and /or when the 
probe tip to cold junction temperature difference is 

(continued overleaf) 


This document was prepared under the sponsorship of the National 
Aeronautics and Space Administration. Neither the United States 
Government nor any person acting on behalf of the United States 


Government assumes any liability resulting from the use of the 
information contained in this document, or warrants that such use 
will be free from privately owned rights. 



controlled, the object can be identified from previously 
established probe /object output voltages. 

Contact-pressure control, probe-temperature con- 
trol and cold-junction temperature equality control 
improves resolution and object identifiability. Minor 
thermoelectric voltages due to minor temperature 
differences in the thermocouple circuit and minor 
differences in probe and lead materials can be bucked 
out using conventional means. The total thermo- 
couple circuit can have any number of dissimilar junc- 
tions in the cold part of the circuit as long as all of 
these junctions are at a similar temperature and only 
the tip/object junction temperature is different. This 
includes dissimilar junctions between the object- 
material test point and the electrical connection point 
in a complex structure. The invention will also work 
if the probe is cooled to a temperature lower than the 
other circuit junctions giving opposite polarity volt- 
ages but otherwise working as described. The sen- 
sitivity of the invention towards sensing object/probe 


differences is increased with increased temperature 
difference between the probe/object function and 
the other junctions. Any number of cold junctions can 
exist within the object and within the rest of the ther- 
mocouple circuit as long as all junctions remain at the 
same temperature. 

Note: 

No further documentation is available. Inquiries 
may be directed to: 

Technology Utilization Officer 
Marshall Space Flight Center 
Huntsville, Alabama 35812 
Reference: B69- 10356 

Patent status: 

No patent action is contemplated by NASA. 

Source: John J. Vrolyk and Roger F. Nelson of 
North American Rockwell Corporation 
under contract to 
Marshall Space Flight Center 
(MFS- 18540) 
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